The advent of stem cell-derived retinal organoids has brought forth unprecedented opportunities for developmental and physiological studies, while presenting new therapeutic promise for retinal degenerative diseases. From a translational perspective, organoid systems provide exciting new prospects for drug discovery, offering the possibility to perform compound screening in a three-dimensional (3D) human tissue context that resembles the native histoarchitecture and to some extent recapitulates cellular interactions. However, inherent variability issues and a general lack of robust quantitative technologies for analyzing organoids on a large scale pose severe limitations for their use in translational applications. To address this need, we have developed a screening platform that enables accurate quantification of fluorescent reporters in complex human iPSCderived retinal organoids. This platform incorporates a fluorescence microplate reader that allows xyz-dimensional detection and finetuned wavelength selection. We have established optimal parameters for fluorescent reporter signal detection, devised methods to compensate for organoid size variability, evaluated performance and sensitivity parameters, and validated this technology for functional applications.
INTRODUCTION
The last decade has seen a surge in the development of stem cellbased models and technologies, and for good reason, since these systems have opened up numerous opportunities for basic research and clinical applications (Canto-Soler et al., 2016; Fatehullah et al., 2016; Hynds and Giangreco, 2013; Wright et al., 2014; Xinaris et al., 2015; Yin et al., 2016) . At the forefront of these efforts is the generation of three-dimensional (3D), stem cell-derived organoid systems. These systems largely resemble the native tissue architecture and recapitulate, to a certain extent, the cellular interactions crucial to the development and function of their in vivo counterparts. Therefore, organoids promise not only to be of great value in the translational arena but also to increase our understanding of human development, physiology and disease (Fatehullah et al., 2016; Johnson and Hockemeyer, 2015) .
From a basic science point of view, the cumulative knowledge of developmental mechanisms has been instrumental in the generation and optimization of organoid systems. The field is now coming full circle, as these organoids earn their place as essential tools that can provide new insights into the processes underlying human embryonic development (Little, 2016) . From a translational perspective, their potential to improve drug development paradigms is arguably one of the most exciting applications of organoid systems, and one that is likely to yield significant therapeutic and economic impact. Nonetheless, key challenges remain that prevent researchers from fully realizing the potential of organoid systems. Among these are issues of variability, limited throughput, shortage of robust quantitative assays, and lack of automation.
In order to address these problems, we have developed a versatile, quantitative and readily accessible method for screening complex stem cell-derived retinal organoids that meets the speed, sensitivity and reproducibility metrics required for compound screening applications. This platform, termed 3D automated reporter quantification (3D-ARQ), utilizes a microplate reader featuring highly sensitive xyz-dimensional detection and a tunable excitation/ emission double monochromator system to facilitate assay optimization and concurrent multiple fluorophore detection. We have optimized and validated this technology using a human induced pluripotent stem cell (iPSC)-derived retinal organoid model developed in our laboratory that recapitulates essential hallmarks of human eye development (Zhong et al., 2014) . With this model we provide proof-of-principle data regarding the applicability of 3D-ARQ technology for quantitative analysis of the dynamics of developmental processes and cellular physiological states.
RESULTS

Parameter optimization for fluorescent reporter quantification in retinal organoids
We previously established a protocol for the efficient and reproducible generation of retinal organoids from human iPSCs (Zhong et al., 2014) . These organoids consist of a fully laminated neural retina and a small amount of retinal pigmented epithelium (RPE) bundled at the edge of the tissue. Moreover, the timing of retinal organoid differentiation closely mimics that of the developing human retina in vivo. To take full advantage of this model, quantitative analytical methods are needed that can easily be applied in smaller research labs yet still exhibit a level of robustness, sensitivity and speed that could allow for larger scale applications. Considering the amenability of stem cell lines harboring fluorescent reporters for multiple applications and realizing that many physiological assays are fluorescence based, we have developed a microplate reader approach for rapidly and accurately quantifying relative fluorescence reporter intensity levels in organoid model systems.
The plate reader of choice needed to provide specific functionalities required for 3D organoid-based assays, while allowing enough flexibility for use with a variety of plate formats and applications. The TECAN Infinite M1000 met these specifications, namely: (1) the option of a top read mode that allows the use of black v-bottom plates, maximizing fluorescence acquisition and diminishing light scattering and interference; (2) the ability to focus in the z-dimension, a crucial feature when assaying 3D models; (3) the capacity to carry out regionally demarcated scans in the xy plane; (4) adjustable wavelength selection (230 to 850 nm) and spectral scans using excitation/emission double monochromators. Importantly, this system has been previously validated for use in whole-organism large-scale screening assays using zebrafish larvae (Walker et al., 2012; Wang et al., 2015; White et al., 2016) .
To establish optimal conditions for quantifying reporter levels in organoids we generated a transgenic human iPSC line constitutively expressing a green fluorescent protein (GFP) reporter. The parameters tested included: plate type, well shape, volume, and instrument settings such as flash mode and number of flashes. The results are summarized in Tables S1 and S2. All following experiments were performed using optimized settings and black v-bottom 96-well plates, which enable self-centering and thus reproducible localization of retinal organoids.
An important consideration when designing fluorescence-based assays is the potential interference from background autofluorescence that could result in decreased sensitivity, i.e. lower signal-to-background (S:B) ratios (see Table S3 ). Thus, we evaluated the autofluorescence profiles of wild-type retinal organoids with or without RPE tissue, under live or fixed conditions, compared with medium alone. Clear medium was used in all assays as the presence of Phenol Red resulted in high background levels. We performed emission wavelength scans (up to 700 nm), using excitation wavelengths of common fluorophores spanning a range of reporter ʻcolors' (blue to far red; Fig. S1 ). We concluded that retinal organoids do not contribute significantly to autofluorescence background profiles at any of the wavelengths tested. Accordingly, any background signals observed can be attributed primarily to the medium or multiwell plate. Shorter excitation wavelengths yielded the highest levels of background, suggesting that fluorophores of longer excitation wavelengths (>500 nm, i.e. from yellow to far red) would be ideal for minimizing background interference. Also, paraformaldehyde fixation did not result in increased background signals. This facilitates additional flexibility in terms of the types of applications that can be pursued with this system, such as whole-mount immunofluorescence or fluorescence in situ hybridization (FISH). Importantly, the presence of RPE in retinal organoids also did not result in increased autofluorescence.
Sensitivity, reproducibility and variability assessment Next, we determined optimal wavelength parameters for various fluorophores by performing excitation and emission scans on stained or transgenic retinal organoids (Fig. S2) , and used these parameters to assess the sensitivity, technical reproducibility and sample variability of this technology. Retinal organoids were stained with: (1) Hoechst, a blue fluorescent DNA-intercalating dye; (2) Calcein AM, a green fluorescent cell-permeant dye that accumulates in the cytoplasm of live cells and is commonly used in viability assays; (3) DiI, a red fluorescent lipophilic dye that is retained in cell membranes and used for cell-tracing experiments; and (4) Bodipy TR methyl ester, a longer wavelength red fluorescent dye that permeates cell membranes, staining mitochondria and endomembranous organelles, and is used for cell tracking. We also included in this analysis transgenic retinal organoids expressing cytoplasmic GFP or membrane-tagged yellow fluorescent protein (YFP).
Data from six independent scans on fluorescently labeled or transgenic retinal organoids demonstrated a range of sensitivities, with S:B ratios above 2-fold, and a high level of technical reproducibility across scans within each sample [ Fig. 1 ; coefficient of variation (%CV) <15% in all cases; Table S3 ]. However, a higher degree of individual variability was observed across organoids expressing the same fluorophore (see the differences in S:B ratio for each sample). These differences might not compromise the statistical significance of assays involving highintensity fluorophores and/or high expression levels, but might become problematic at low fluorescence intensities. Thus, we set out to devise ways to address this potential limitation.
Size normalization and quantitative capacity
Owing to inherent characteristics of our retinal organoid model, we reasoned that a major source of variability in this system might be organoid size. To circumvent this, a second, globally expressed transgene or ubiquitous counterstaining could be used to normalize the fluorescence intensity outputs of a complementary experimental reporter, providing a means to control for differences in size across organoids. This 'ratiometric' reporter-based assay strategy has been applied effectively in cell culture high-throughput screening (Michael et al., 2008) . To test whether this approach can account for size variation, we double-stained retinal organoids of different sizes with fixed concentrations of Bodipy TR and Calcein AM and used the ratio between the fluorescence readouts of both fluorophores for normalizing for size differences. The data show that this strategy reduces the degree of variability observed, as compared with using a single experimental reporter ( Fig. 2A-C) . Moreover, when testing retinal organoids of a range of sizes, we found a linear correlation between the fluorescence intensity readouts for both fluorophores, further verifying the robustly quantitative nature of the approach (Fig. 2D) .
To verify that the fluorescence measures indeed correlate with organoid size, we compared the fluorescence intensity of retinal organoids stained with Bodipy TR with their estimated volume, as calculated from the surface area of their flat projection, and again found a linear correlation (Fig. 2E) . Finally, we performed serial dilutions of Bodipy TR, using a fixed concentration of Calcein AM for counterstaining. The significant reduction in variability for each group of samples (Fig. 2F ,G) and the improved R 2 values after normalization demonstrate the power of this approach (R 2 =0.8557 and 0.9999 before and after normalization, respectively) and illustrate the wide dynamic range capacity of the technology.
Application to the quantification of transgene expression levels
In order to exemplify the utility of 3D-ARQ for accurately quantifying transgenic fluorescent reporter expression, we generated chimeric retinal organoids that express membranetagged YFP (m-YFP) in ∼45% of the cells, and compared them with wild-type (non-transgenic) and transgenic retinal organoids expressing YFP ubiquitously ( Fig. 3A-C ). Bodipy TR counterstaining was used for size normalization. The results demonstrate that the system possesses the level of sensitivity necessary to discern such differences in fluorescent reporter expression (Fig. 3D) .
To further validate the quantitative power of 3D-ARQ, we generated m-YFP chimeric organoids at random proportions, determined their fluorescence intensities using Bodipy TR for normalization, and then dissociated them into single cells and used flow cytometry to assess the percentage of YFP + cells in individual organoids. Fig. 3E shows a linear correlation between these two measurements.
Quantitative measurements of developmental progression
As previously described, our retinal organoid model mimics the major events of human retinal development both spatially and temporally. Thus, we used this model to assess the ability of 3D-ARQ to quantitatively track the progression of developmental processes, such as cellular differentiation. We performed wholemount immunohistochemistry for Pou4f2 (also known as Brn3b), which is expressed in retinal ganglion cell (RGC) precursors as they are born and during differentiation, using Alexa Fluor 546 for fluorescent detection ( Fig. 4A-E ). Sytox Green staining was used for size normalization within each differentiation time point. Notably, we were able to detect differences in fluorescent signal at the time points tested (weeks 5-9), and the incremental values observed were well correlated with the wave of generation of RGC precursors in developing retinal organoids, as observed in both the current experiments and those from our previous work (Zhong et al., 2014) . The same was true for the expression pattern of Otx2, which is expressed in photoreceptor precursors, when evaluated between weeks 5 and 11 of differentiation, using Alexa Fluor 514 for fluorescence detection and Bodipy TR counterstaining (Fig. 4F-J) .
These experiments also illustrate the power of the technology to detect changes in both the inner and outer layers of the retinal organoids at various time points during the process of cell differentiation and lamination.
Application to the quantification of changes in physiological state
We next tested the ability of the 3D-ARQ system to evaluate the physiological status of cells within the organoids. Oxidative stress is at the basis of the pathophysiology of many chronic diseases, including those affecting the retina (Athanasiou et al., 2013; Cano et al., 2010; Hollyfield et al., 2008; Jarrett and Boulton, 2012; Kowluru and Chan, 2007; Masuda et al., 2017; Nita and Grzybowski, 2016; Nishimura et al., 2017; and references therein) . We assessed the capacity of this system to quantitatively measure the accumulation of reactive oxygen species (ROS) following an oxidative insult, as a relevant example of a potential application for therapeutic screening.
Retinal organoids were treated for 3 h with increasing concentrations of hydrogen peroxide, and ROS production was detected using dihydroethidium (DHE), a superoxide indicator that, upon oxidation in the cytosol, intercalates with DNA and emits a bright red fluorescence (emission peak of 606 nm). Once again, we were able to measure substantial differences in fluorescence intensity among all conditions (Fig. 5A ).
Finally, we tested the capacity of this technology to detect physiological changes in retinal organoids at advanced stages of differentiation. For this purpose we devised an assay based on the membrane-permeant dye JC-1, which is widely used to monitor mitochondrial membrane potential (thus providing a measure of mitochondrial health). JC-1 dye exhibits membrane potential-dependent accumulation in mitochondria: in normal circumstances the dye forms aggregates in the mitochondrial membrane, emitting red fluorescence (∼590 nm); however, upon membrane depolarization it shifts to its monomeric form, fluorescing in the green part of the spectrum (∼529 nm). Consequently, a decrease in the red/green fluorescence intensity ratio indicates a decrease in mitochondrial membrane potential, which results in a disruption in the respiratory electron transport chain.
For this assay we used retinal organoids at 87 weeks of differentiation. It has previously been reported that after 6 months of differentiation, photoreceptors in retinal organoids have achieved a relatively advanced degree of maturation, including well-developed inner segments (Wahlin et al., 2017; Zhong et al., 2014) . We reasoned that since mitochondria are highly concentrated in the inner segment of photoreceptor cells, the majority of the JC-1 staining would be representative of cells localized in the outer nuclear layer. Moreover, mitochondrial staining dyes, including JC-1, have previously been used to preferentially label photoreceptor cells both in retinal explants and in primary retinal cultures (Bianchini et al., 2008; Kuse et al., 2014; Panfoli et al., 2009; Pearson et al., 2016; Rajendram et al., 2007; Roehlecke et al., 2011) . As expected, confocal imaging of live retinal organoids stained with JC-1 revealed a high concentration of both red and green fluorescence in the outer layer of the organoids, in structures that are likely to correspond to the photoreceptor inner segments (Fig. 5B-C′) . Additionally, immunostaining for recoverin, a photoreceptor-specific calciumbinding protein, provided further evidence of the photoreceptor nature of the cells that display JC-1 staining (Fig. 5B, inset) .
We performed a longitudinal quantitative analysis in live retinal organoids by assessing the initial red/green fluorescence intensity ratio of JC-1-stained organoids using 3D-ARQ, followed by subdivision into treatment and control groups; the treatment group was incubated with the protonophore carbonyl cyanide m-chlorophenyl hydrazone (CCCP) (10 µM), a mitochondrial uncoupler, whereas the control group was exposed to vehicle alone (0.01% DMSO). A marked decrease in the JC-1 aggregate/ monomer fluorescence ratio was observed in CCCP-treated organoids after 6, 24 and 48 h of treatment (Fig. 5D ). When the protonophore was removed and the organoids were left to recover in their normal medium for 3 days and re-evaluated, the JC-1 ratio in the treated group was indistinguishable from that of the controls. These results provide proof of principle supporting the utility of 3D-ARQ in longitudinal studies performed in live organoids at late differentiation stages.
DISCUSSION
The advent of stem cell-based 3D organoid systems has opened up new opportunities to improve drug development paradigms. This comes at a time when drug discovery is at a crossroads: technological advances have increased the speed and lowered the costs of lead compound identification, but when taken to clinical trials 90% of these compounds fail to progress through phase I, resulting in billions of dollars in economic losses and delays in the development of much-needed therapeutic agents (Hynds and Giangreco, 2013; Paul et al., 2010; Ranga et al., 2014) . This discrepancy can be attributed, at least in part, to a reliance on drug discovery platforms involving simplified 2D culture systems that do not adequately recapitulate in vivo cellular context and physiology. In this scenario, human stem cell-derived organoids have the potential to bridge the gap between primary compound screening, costly animal studies, and human trials, as they provide a more physiologically relevant, human-based context, while allowing the necessary flexibility and level of control of an in vitro system (Fatehullah et al., 2016; Hynds and Giangreco, 2013; Ranga et al., 2014) . However, there is currently a lack of quantitative technologies that can facilitate the application of 3D organoids to drug screening.
To aid in this pursuit, we have developed and optimized a versatile platform that enables fluorescence-based quantitative measurements in complex, 3D retinal organoids. In order to illustrate the versatility of the system for a variety of applications, we chose to incorporate throughout these studies multiple fluorophores exhibiting different spectral characteristics and subcellular distributions, including dyes and transgenic proteins. However, when designing a fluorescence-based assay it is important to be mindful that sensitivity is dependent not only on the capabilities of the instrument and the biological system's background, but also on the characteristics of the fluorescent reporter/dye; for example, the concentration of the fluorophore (i.e. the number of expressing or labeled cells and the intracellular concentration), the quantum yield (the number of fluorescence photons emitted per excitation photon absorbed) and its extinction coefficient (its capacity to absorb light at a specific wavelength) (Lichtman and Conchello, 2005) . Therefore, even though shorter wavelength reporters may not perform ideally in terms of background, this limitation can be overcome with the use of bright or highly expressed reporters.
The 3D-ARQ platform presented here performs well in smaller laboratory settings, where its quantitative capacity might prove useful for developmental or physiological basic science studies. Yet, the estimated daily capacity of the instrument exceeds 200,000 samples per day, while also meeting the requirements of sensitivity, reproducibility and the possibility for automation that afford it the potential for future large-scale screening applications, once the conditions for organoid generation and handling are optimized.
The remaining challenge is now to increase the throughput in organoid generation, which is admittedly a laborious process and likely to be the limiting factor for increasing assay scale. Another important hurdle is the variability of the retinal organoid system itself. From our experience using our previously published protocol (Zhong et al., 2014) , we have found that the greatest source of variability in this system at each particular differentiation time is organoid size. Some variability in cellular composition exists at each time point, but to a lesser degree, as exemplified by the spread of the normalized values for both Otx2 and Pou4f2 at each developmental time tested (Fig. 4 ; the fluorescence micrographs in this figure illustrate typical examples of the expression patterns of these proteins that we observe in retinal organoids). We have proposed and validated one possible strategy to normalize for differences in organoid size by applying a ratiometric approach based on a second, globally expressed fluorophore (Fig. 2 ). An important consideration when designing ratiometric assays is to choose a fluorophore combination with enough spectral separation to maximize signal discrimination. Fluorophores with large Stokes shifts and narrow spectral bandwidths are particularly useful in this respect (Lichtman and Conchello, 2005) . Alternatively, organoids could be sorted by size prior to screening, taking advantage of existing automated sorting technologies designed for use with large particles, cell clumps, or even small organisms, such as the Complex Object Parametric Analyzer and Sorter (COPAS, Union Biometrica). Moreover, this type of technology, once optimized for organoid sorting, could also facilitate their transfer to 96-well plates, improving the speed of the overall process for drug screening applications.
Ultimately, the best strategy to use will be largely dependent on the question being asked and the particular experimental design. For example, performing longitudinal analyses of fluorescence intensities in individual organoids over time or before and after treatment, as would be the case if they were used in drug screening, would minimize the problem of inter-organoid cellular heterogeneity. Thereby, any changes in reporter expression after treatment would be highlighted by normalizing to pretreatment values for each individual organoid (Walker et al., 2012) . Here, we have provided proof of principle of the utility of this approach in longitudinal studies on live retinal organoids at very late stages of differentiation (Fig. 5D ). This strategy would be particularly well suited for experiments on organoids expressing transgenic fluorescent reporters, and for adapting the technology to other organoid systems.
In conclusion, we believe that 3D-ARQ technology will broaden the applicability of retinal organoid systems (and possibly others) for basic research as well as translational applications, including studies of development, physiological and disease mechanisms, drug screening and toxicology.
MATERIALS AND METHODS
Human iPSC lines and retinal differentiation
A human episomal iPSC line derived from CD34 + cord blood was used in this study (A18945, ThermoFisher Scientific; Burridge et al., 2011) . m-YFP and GFP-expressing transgenic lines were generated from this line as described in the supplementary Materials and Methods. All cell lines were routinely tested for Mycoplasma contamination by PCR. Cell culture, retinal differentiation and organoid formation were conducted as previously described (Zhong et al., 2014) . Retinal organoids at 5 weeks of differentiation were used for experiments, unless otherwise indicated. At the time of analysis, individual organoids were transferred to single wells of black v-bottom 96-well plates (Greiner).
Staining with fluorescent dyes and immunofluorescence
Organoids were rinsed in clear retinal differentiation medium (cRDM; supplementary Materials and Methods), and incubated at 37°C for 90 min in the corresponding dye solutions diluted in cRDM, followed by three washes in cRDM (n=8 organoids per condition). For whole-mount immunofluorescence, retinal organoids at various differentiation stages were fixed in 4% paraformaldehyde for 10 min and labeled using rabbit antiOtx2 antibody (Millipore, AB9566; Zhong et al., 2014) or goat anti-Brn3b (Pou4f2) antibody (Santa Cruz Biotechnologies, SC-6026x), followed by incubation with goat anti-rabbit Alexa Fluor 514 (ThermoFisher Scientific, A-31558) or donkey anti-goat Alexa Fluor 546 (ThermoFisher Scientific, A-11056), and counterstained with Bodipy TR or Sytox Green, respectively (n=5 per time point). Organoids were plated individually in black v-bottom 96-well plates for fluorescence scanning. For reproducibility testing, six After measuring initial JC-1 aggregate/monomer ratios, organoids were treated with 10 µM CCCP or DMSO, and re-evaluated at 6, 24 and 48 h, and once again after a 3-day recovery period. n=4 organoids per group. Error bars represent s.e.m.
independent scans were performed on the same plates within 2 h. Subsequently, confocal imaging was performed on whole organoids using an Olympus FV1000 microscope. For size calculation, organoids were imaged using a stereomicroscope with an Infinity 3S-1UR CCD camera (Lumenera), and ImageJ (NIH) was used to measure the surface area of the flat projection, from which the volume was approximated as a sphere. For immunofluorescence on sections, organoids were fixed in 4% paraformaldehyde, embedded in sucrose:OCT (Fisher HealthCare, 4585), cryosectioned at 12 µm thickness, and labeled using rabbit anti-recoverin antibody (Millipore-ThermoFisher Scientific, AB5585). For further details on dye staining and immunofluorescence, see the supplementary Materials and Methods.
Flow cytometry
Chimeric retinal organoids were generated by co-culturing wild-type and m-YFP-expressing human iPSC lines (generated as described in the supplementary Materials and Methods) in various proportions, and following the cell culture and organoid differentiation protocol previously described (Zhong et al., 2014) . Fluorescence intensity in live organoids was determined using the TECAN microplate reader after Bodipy TR counterstaining (n=20). Organoids were then individually dissociated using the Minute Single Cell Isolation Kit (Invent Biotechnologies, SC-012), resuspended in PBS, and analyzed using an Accuri C6 flow cytometer (BD Biosciences). Data analysis was performed using Accuri C6 software (BD Biosciences), and fluorescence cutoff values were determined by comparing the fluorescence histograms generated from wild-type versus global YFP-expressing dissociated organoids.
Fluorescence microplate reader assays
A TECAN Infinite M1000 microplate reader equipped with excitation and emission modules, fluorescence top read module, and i-Control software package was used for all assays. Parameters tested for optimization are described in Table S1 , and were obtained by comparing GFP-expressing versus wild-type, non-stained retinal organoids (n=6 each). In all subsequent experiments, organoids were plated individually in polypropylene black v-bottom 96-well plates (Greiner) filled with 340 µl cRDM, and fluorescence intensity readouts were obtained using the optimized settings and the excitation and emission wavelengths described in Fig. S2 . For autofluorescence background evaluation, emission scans from 415-700 nm using fixed excitation wavelengths (405, 440, 488, 515, 559 and 635 nm) were performed on live versus fixed retinal organoids and in the presence or absence of RPE (n=5 organoids/condition).
Oxidative stress assay
Organoids were incubated with a 0, 2 or 4 mM H 2 O 2 in cRDM at 37°C for 4 h (n=5 per condition) to induce an oxidative insult. After two washes in PBS they were incubated in 5 µM dihydroethidium (DHE; ThermoFisher Scientific) in cRDM for 50 min at 37°C, rinsed once in cRDM and plated individually in 96-well plates for fluorescence scanning (excitation wavelength/bandwidth, 498/5 nm; emission wavelength/bandwidth, 590/ 10 nm).
Mitochondrial membrane depolarization assay
Retinal organoids at 87 weeks of differentiation were plated in black v-bottom 96-well plates containing cRDM, and baseline background fluorescence was measured using the TECAN microplate reader with 535/ 17 nm excitation and 590/17 nm emission wavelength/bandwidth for red; and 485/11 nm excitation and 530/15 nm emission wavelength/bandwidth for green. Organoids were then transferred to 35-mm culture dishes and incubated in 4.5 µM JC-1 (ThermoFisher Scientific, T3168) in long-term culture medium (see supplementary Materials and Methods) for 30 min at 37°C. They were then washed twice in PBS and replated in black v-bottom 96-well plates for fluorescence reading using the same parameters and a fixed gain value. Subsequently, organoids were divided into a treatment group incubated with 10 µM carbonyl cyanide m-chlorophenyl hydrazone (CCCP; Sigma-Aldrich, C2759), and a control (DMSO) group (n=4 organoids/group). Fluorescence intensity was remeasured after 6, 24 and 48 h of treatment, with JC-1 added to the medium during the last 30 min of incubation. After 48 h, mitochondrial stressor was removed and the organoids were allowed to recover in long-term culture medium for 3 days, at which point JC-1 incubation and fluorescence measurements were repeated.
Data analysis and statistics
Background subtraction was performed on raw fluorescence intensity data using the corresponding value of cRDM alone for all conditions. Size normalization for a global fluorophore was performed using Eqn S1 in the supplementary Materials and Methods. Equations for determining assay quality are shown in Table S3 and as previously described (Inglese et al., 2007; White et al., 2016; Zhang, 2008 Zhang, , 2011 . Grubbs' test was used to identify outliers, and Bartlett's test was used to assess equality of variance. Statistical significance was assessed using Student's t-test for pairwise comparisons. Table S1 . Recommended microplate reader parameters Assay parameters were determined by scanning transgenic GFP-expressing retinal organoids and wild type controls (n=6/condition). 
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